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ABSTRACT 

INTRODUCTION Floseal® can be of value in reducing blood loss and haematoma rates. The manufacturer's warnings include 
allergic reaction, poor wound healing and intravascular thrombosis. We aimed to determine whether Floseal® is safe to use in 
various head and neck surgery procedures. 

METHODS A prospective trial was conducted using Floseal® in 42 various consecutive head and neck surgery procedures. Ad- 
verse incidents were used as the main outcome measure, including allergic reaction, wound breakdown, wound infection and 
thrombosis. Secondary outcome measures included haematoma formation, hospital stay, drain times and output. 
RESULTS No adverse incidents were recorded in the trial period. Two patients developed haematomas and required surgical 
exploration where a bleeding vessel was identified and dealt with. 

CONCLUSIONS Floseal® is safe to be used in head and neck surgery with no adverse effects. A larger number and a control 
group are required to ascertain its value in reducing blood loss, haematoma formation, drain usage and hospital stay. 
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Floseal® (Baxter, Hayward, CA, US) is formed of bovine de- 
rived gelatine granules coated in human thrombin. Clini- 
cal trials on its use in surgery have been documented over 
the last decade. Its use in surgery is extensive, ranging from 
neurosurgery and cardiac surgery through to gynaecologi- 
cal procedures. Much has been published on its effective- 
ness and safety. 14 In otolaryngology and head and neck 
surgery (HNS), most of the literature describes its use in 
managing epistaxis, adenotonsillectomy bleeding and endo- 
scopic sinus surgery." Although generally accepted as both 
safe and effective, there is evidence to support the associa- 
tion of Floseal® use with unwanted effects such as increased 
synechia formation after middle turbinate medialisation. 8 
Excessive use or spread of Floseal® into areas not requir- 
ing haemostasis can also lead to complications detrimental 
to the surgical outcome, complications clearly identified by 
the manufacturer. 

Floseal® can be of value in reducing blood loss and hae- 
matoma rates and is clinically proven to control bleeding. 3 It 
is applied to the surgical site from a syringe as a high viscos- 
ity gel that is adherent to wet surfaces. The manufacturer 
provides exact details of the correct use of the gel and its 
use should not replace conventional haemostatic measures. 
There are well documented adverse events relating to the 
use of Floseal®, including anaemia, atrial fibrillation, infec- 
tion and bleeding. 3 ' 1 Furthermore, the manufacturer's warn- 
ings include allergic reaction, poor wound healing and in- 
travascular thrombosis. There are no published data on the 



use of Floseal® in HNS procedures such as parotidectomy, 
submandibular gland surgery, thyroidectomy, neck dissec- 
tion or laryngectomy procedures. 

At present, the regular use of haemostatic sealants is 
not established in otolaryngology HNS, unlike other sur- 
gical specialties such as neurosurgery, where in certain 
centres it is used in around 80% of all cranial and spinal 
surgery routinely. 9 The literature states that with HNS pro- 
cedures such as thyroidectomy, haematoma rates vary from 
0.8-2%.'° Although relatively low, the consequences can be 
life threatening, and result from rapid swelling and airway 
compromise. Any adjunct to current haemostatic control 
that may improve this complication rate should be actively 
considered and explored. 

With the advancement of surgical techniques in HNS 
shifting towards minimal access procedures, more tradi- 
tional open access surgery will become less common. Mini- 
mal access procedures such as video assisted thyroidec- 
tomy, parathyroidectomy, salivary gland excision and even 
selective neck dissections will allow for same-day discharge 
and shorter hospital admissions. The rate of haematoma 
formation for video assisted thyroid surgery is reported as 
Q.3% 11 and an even lower rate may be expected if a haemo- 
static agent is used. 

The prophylactic use of a haemostatic agent in such sur- 
gical cases would be a welcomed development should it be 
demonstrated that lower rates of haematoma formation re- 
sult, reducing post-operative patient morbidity and improv- 
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ing patient safety. The use of Floseal® in this manner does 
not substitute for good haemostatic surgical practice during 
or at the termination of the operation, which continues un- 
changed. We continue to make use of other traditional (clips, 
bipolar diathermy, suture ties etc) and newer (Harmonic® 
scalpel [Ethicon Endo-Surgery, Cincinnati, OH, US] etc) hae- 
mostasis methods. The final additional step to traditional in- 
sertion of a drain and multilayer closure is for the surgeon to 
spray Floseal® into the wound as an adjunct to reduce post- 
operative haemorrhage and haematoma formation. 

As a preliminary study in an attempt to explore the po- 
tential for regular and routine prophylactic use of haemo- 
static sealant products at the termination of a major HNS 
procedure, we aimed to determine whether Floseal® (as one 
such product) is safe to use in such procedures by recording 
negative outcomes. 

Methods 

A prospective trial was carried out using Floseal® in 42 
consecutive HNS procedures in the otolaryngology depart- 
ment of a London hospital. Patients with known sensitivity 
to bovine products were excluded. There were no ethical 
concerns as Floseal® was being used routinely in the depart- 
ment at the time of the trial. No sponsorship was sought or 
received from the manufacturer of Floseal® and the authors 
confirm there were no other conflicts of interest. 

Patient data were collected consecutively over a six- 
month period. All operations were carried out under gener- 
al anaesthesia and all were elective cases. As well as noting 
any history of coagulopathy, all patients had routine clotting 
tests to identify those at risk of increased bleeding. Only two 
patients included in this trial were taking blood thinning 
medication at the time of their procedure. One was on aspi- 
rin and another on low molecular weight heparin. 

All procedures were undertaken by the authors ZA, TT 
and RF, who were experienced with the use of the Floseal® 
product, and its application to the surgical field was in strict 
adherence to the manufacturer's guidance. Floseal® was ap- 
plied at the end of all procedures to the surgical field direct- 
ly on to the source of bleeding with a syringe and left for two 
minutes. Any excess Floseal® was irrigated away gently. Any 
large vessel bleed was dealt with by conventional surgical 
techniques of suture ties and clips. Floseal® was not applied 



Table 2 The extent of thyroid surgery performed 



Table 1 Procedures included in this trial 




Procedure 


Number of cases 




Thyroid 


18 




Parotid 


7 




Submandibular gland 


4 




Neck lump 


5 




Neck dissection 


3 




Laryngectomy 






Haematoma 


2 




Total 


42 





Procedure 

Total thyroidectomy 

Hemithyroidectomy (initial or 
completion) 

Isthmusectomy 

Total 



Number of cases 

9 
6 

3 

18 



in close proximity to skin incision sites to avoid skin edge 
delayed healing as recommended by the manufacturer. 

Table 1 outlines the different procedures included in 
this trial and Table 2 highlights the extent of thyroid surgery 
performed. Post-operatively, patient length of stay, drain in- 
sertion time, bleeding and any complications such as hae- 
matoma formation were recorded. 

Adverse incidents were the main outcome measure, in- 
cluding allergic reaction, wound breakdown, wound infec- 
tion and thrombosis. Secondary outcome measures were 
haematoma formation, hospital stay, drain times and output. 

Results 

A total of 42 procedures were included in the study. The 
mean patient age was 54 years (range: 15-82 years) and 
66% of patients were women (n=28). Three patients had rel- 
evant past medical history of immunosuppression (diabetes 
and immunosuppressive medication) and two were current 
cigarette smokers. 

The mean operation time was 111 minutes (range: 
30-240 minutes). Skin closure was achieved by sutures in 
all but one procedure (clips used) with either Prolene® or 
Monocryl® material (Ethicon, Somerville, NJ, US). 

None of our cases developed any adverse incidents to 
the use of Floseal®, with no patients developing any allergic 
reaction, wound infection or wound breakdown. Wounds 
were reviewed in the outpatient clinic two weeks after the 
procedure to confirm the absence of wound infection. 

The mean length of hospital stay was 2.6 nights 
(range: 0-28 nights), with 10 patients being discharged the 
same day. With regard to drains, a surgical drain was 
used in 30 procedures and in 5 cases this was bilateral 
with the size ranging from 10F to 18F. The average time 
to drain removal was approximately 60 hours (range: 24- 
168 hours) with a maximum total drain output of 700ml. 
Three patients developed complications of haematoma for- 
mation post-operatively (Table 3). 

Patient A developed a wound haematoma after 45 min- 
utes following a superficial parotidectomy (lasting 60 min- 
utes with no drain inserted initially) and was taken back to 
theatre where an evacuation procedure was undertaken. A 
drain was inserted at this procedure with further use of Flo- 
seal®. The drain was removed after 48 hours with no com- 
plications. 

Patient B developed a haematoma following a left 
parotidectomy (operation time: 100 minutes) that was 
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Table 3 


Details of patients with post-operative complications of haematoma formation 










Sex 


Age 


Procedure 


Management 


Drain used 


_ 


Patient A 


F 


72 


Superficial 
parotidectomy 


Return to theatre 
(after 45 minutes) 


No 




Patient B 


M 


66 


Parotidectomy 


Conservative 


Yes (72 hours) 




Patient C 


F 


79 


Left 

hemithyroidectomy 


Return to theatre 
(after 120 minutes) 


Yes 





managed conservatively. The drain inserted during the 
procedure was removed after 48 hours with no further 
complications. 

Patient C underwent an elective left hemithyroid pro- 
cedure (lasting 120 minutes) that was complicated by hae- 
matoma formation observed while the patient was still in re- 
covery. The patient was taken back to theatre approximately 
two hours later for evacuation of the haematoma where a 
small venous bleed was identified and cauterised with bi- 
polar diathermy. Further Floseal® was used and drain inser- 
tion was undertaken. The drain was removed after 48 hours 
with no further complications. 

Discussion 

There are many topical haemostatic agents available that 
use a collagen-based matrix. Floseal® consists of two prod- 
ucts (a gelatine matrix and a dehydrated topical thrombin) 
that are mixed in theatre immediately before use. The fi- 
nal material is excellent at conforming to irregular surgical 
cavities and clot formation is promoted by the presence of 
thrombin. 

HNS differs from other system surgery. The numerous 
cranial nerves potentially encountered during surgery are 
quite unique and nerve dysfunction would be particularly 
pertinent in the context of vital organ functioning (swal- 
lowing, breathing, voice) and facial cosmesis. The complex 
anatomy of the head and neck region with multiple major 
vessels as well as the unique presence of larynx/tracheal 
conduit for air passage therefore makes avoidance of post- 
operative haemorrhage and haematomas a particular prior- 
ity for the head and neck surgeon, if rapid airway compro- 
mise is to be avoided. 

Rapidly evolving post-operative haematomas may with- 
in a very short period of time result in irreversible nerve is- 
chaemia and dysfunction, causing vocal cord palsies, facial 
nerve palsies, airway oedema and obstruction. These com- 
plications all have significant morbidity if not potential mor- 
tality attached to them. Given the extensive vascular supply 
to the head and neck region, careful and precise control of 
bleeding is essential to avoid complications of haematoma 
formation and catastrophic blood loss. 

As a baseline study intended to allow us to plan a 
more extensive investigation protocol, we have sought to 
demonstrate that haemostatic sealants such as Floseal® 
have no deleterious effects in regular HNS use. Although 
available for many years, routine Floseal® use has in- 
creased in popularity recently for a variety of general and 



specialist surgical procedures. It was confined initially 
to more complex scenarios where intra-operative haemos- 
tasis was deemed troublesome but with its usefulness as 
a surgical aid gradually realised, its potential for a wid- 
er prophylactic application and role has started to be 
debated. 

Despite Floseal® being available for over a decade, there 
are no safety trials that investigate its use in salivary gland 
surgery, laryngectomy and neck dissections. There are nu- 
merous publications on adverse effects of the use of Flose- 
al®, including small bowel obstruction, excessive synechia 
formation, excessive post-operative pain, foreign body reac- 
tion resulting in caseating granulomas and microcalcifica- 
tions mimicking malignancy. 1213 Shashoua et al reported a 
case of Floseal® causing caseating granulomas in the pelvis 
and abdomen of a patient who had undergone a laparo- 
scopic hysterectomy. 12 These mimicked metastatic disease 
but were in fact Floseal® gel causing a foreign body reaction 
leading to giant cell granulomas. Worryingly, in the head 
and neck region, a similar finding may result in misdiagno- 
sis and unnecessary further procedures. 

In 2009 Thomas and Tawfic reported on three cases 
of post-operative pelvic pain in patients who had under- 
gone pelvic surgery. 13 The report describes how a possi- 
ble allergic eosinophil rich inflammatory response may 
have resulted in excessive formation of granulation tissue 
and fibrosis. Although none of our patients reported ex- 
cessive post-operative pain, this could be an important 
outcome to measure in any future trials. Indeed, studies 
on long-term effects of Floseal® in endoscopic sinus sur- 
gery demonstrated some evidence that Floseal® causes ex- 
cessive scar tissue formation and adhesions that require 
intervention by lysis. 16 It is conceivable that similar ef- 
fects may be seen in other head and neck procedures; 
these may also be associated with both negative functional 
and pain outcomes. 

The primary objective of this study was to evaluate the 
safety of Floseal® haemostatic agent in HNS. Although there 
are several published studies on the use of Floseal® for ad- 
enoid, nasal and thyroid surgery, no trial has investigated 
other procedures such as parotidectomy, submandibular 
gland surgery or neck dissections. In particular, this study 
aimed to evaluate both the incidence of adverse events and 
outcome measures. The results of the study confirmed that 
within a range of HNS procedures, Floseal® is a safe hae- 
mostatic material to use for control of bleeding. In this trial 
only three cases (6%) were associated with haematoma for- 
mation and only two required further surgery. 
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Conclusions 

Our findings provide evidence for the safe, routine use of 
Floseal® in common HNS procedures, as has been suggested 
by previous studies in other surgical disciplines, although 
its use must follow the directions provided by the manufac- 
turer. We plan a multicentre, prospective, randomised con- 
trolled trial recruiting larger numbers of patients undergo- 
ing HNS to further demonstrate, with statistical significance 
and exclusion of trial biases, the safety and prophylactic ef- 
ficacy in routine use of topical haemostatic agents such as 
Floseal®. 
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Erratum and corrigendum 

Mahadeva D, Bali N, Prem H. Pin site cover: a simpleton's approach. Ann R Coll Surg Engl 2012; 94: 282. 
The authors have pointed out two errors with reference to the above technical tip in the May 2012 issue. 

First, the images for Figures 1 and 2 had been reversed; the caption for Figure 1 refers to the image in Figure 2 and vice versa. Second, 
the authors state that 'Figure 2 does not show a Primapore® adherent dressing but an alternative non-adherent dressing that can also be 
used for only the first layer if Primapore® is not available.' 

The Editor apologises for any confusion caused. 
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